SERAG
WIESSNER

Nachweis der verlangerten Ubergangsregelung fiir Legacy Devices gemiB der Verordnung
(EU) 2023/607

,Legacy Devices” sind Medizinprodukte, die nach der frilheren Medizinprodukterichtlinie
93/42/EWG (MDD) zertifiziert wurden und unter bestimmten Bedingungen bis zum 31.
Dezember 2027 bzw. bis zum 31. Dezember 2028 weiterhin in Verkehr gebracht werden.

Nach einem Q&A-Dokument der Europaischen Kommission erfolgt die Verlangerung der
Ubergangsfrist und die damit einhergehende Verlangerung der Gliltigkeit der Zertifikate
automatisch per Gesetz, sofern die in Artikel 120 (3c) der Verordnung (EU) 2017/745 (MDR)
festgelegten Bedingungen erfiillt sind.

Wihrend des Ubergangszeitraums konnen die benannten Stellen keine neuen Zertifikate nach
der MDD ausstellen.

Der Hersteller kann eine Selbsterklarung abgeben, dass die Bedingungen fiir die Verlangerung
erfiillt sind, und das Enddatum des Ubergangszeitraums angeben. In der Selbsterklarung werden
die betreffenden Medizinprodukte und Zertifikate genannt.

GemaB der Europdischen Kommission kann ein zusatzlicher optionaler Nachweis durch ein
Bestatigungsschreiben der Benannten Stelle erbracht werden, in dem die Erflillung der oben
genannten Bedingungen nach Artikel 120 (3) der MDR bestatigt werden. In dieser Bestatigung
werden die betreffenden Medizinprodukte und Zertifikate genannt. Das Bestatigungsschreiben
der Benannten Stelle steht auf Anfrage zur Verfligung.

Demonstration of extended transitional provision for legacy device according to Regulation
(EU) 2023/607

Legacy devices are medical devices that have been certified according to the former Medical
Device Directive 93/42/EEC (MDD) and will continue to be placed on the market until December
31, 2027 or until December 31, 2028 under certain conditions.

According to a Q&A document of the EU Commission' extension of the transitional period and
the concomitant extension of the certificate’s validity is done automatically by law, provided
the conditions laid down in Article 120 (3c) of the Medical Device Regulation 2017/745 (MDR)
are fulfilled.

During the transitional period, notified bodies cannot issue new certificates according to the
MDD.

The manufacturer is able to provide a self-declaration that the conditions for the extension are
fulfilled, stating the end date of the transition period. The self-declaration identifies the
medical devices and certificates concerned.

According to the European Commission additional optional evidence can be provided by a letter
of confirmation from the Notified Body confirming compliance with the above-mentioned
conditions in Article 120 (3) MDR. This confirmation identifies the medical devices and
certificates concerned. The Notified Body Confirmation Letter is available on request.

1 Q&A on practical aspects related to the implementation of Regulation (EU) 2023/607 - Extension of the MDR
transitional period and removal of the “sell off” periods. July 2024. URL: https://health.ec.europa.eu/latest-
updates/qa-practical-aspects-related-implementation-regulation-eu-2023607-extension-mdr-transitional-period-
2023-03-28_en (Date of request: 2024-07-30)
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SERAG
WIESSNER

Directive (MDD)
Certificate
(EZU, no. 1014)

Original expiry date
of the Directive
Certificate

Identification of the
device(s)

End date of
extended validity /
transition period

MED 200047

2024-05-26

Column irrigation solutions
(apheresis accessories)
Elution solution NaCl 5 %,
Glycine buffer pH 2.8,
Sodium bicarbonate solution
1.4%, PBS, PBS + 0,01%
NaN;. PBS-0,01% NaN; blue

2028-12-31

Directive (MDD)

Original expiry date

Identification of the

End date of

Certificate of the Declaration of | device(s) extended validity /
Conformity transition period
2024-05-26 SERAPRO, SERASIS 2028-12-31

Revision History

Date Action

2024-01-26 | Initial version

2024-05-08 | Reference to MDD certificates of EZU no. 1014 completed (addition of MED), editorial changes.
2025-07-11 | Transition period for Polyester Tape adapted, Seraflex deleted

2026-07-09 | Knot Pusher MSD Ney deleted
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SERAG-WIESSNER Gesamtunternehmen
Abteilung: Z

F09355A Declaration of conformity QBD-N00624 zum Dokument 09355 Declaration of conformity
#QBD-N00613

Declaration of Conformity

/ Konformitdtserkldrung

Manufacturer / Hersteller: SERAG-WIESSNER GmbH & Co. KG
Address / Adresse: Zum Kugelfang 8 - 12
95119 Naila

Deutschland

Product - Model / Produkt - Typ:

« Absorbable surgical meshes made from polydioxanone threads, dyed, in various sizes
and shapes

/ Resorbierbare chirurgische Netze aus Polydioxanon Faden, gefarbt, in verschiedenen
GroBen und Formen »

Articles / Artikel « CE17 SERASYNTH Mesh »

SN501 SN44850 SQYBOO3
SN503 SN447 SQYBO02
SN50350 SN44750 5QYBOO5
SN504 SN4410 SQYBOO1
SN50450 SN441050 SQYBOO4
SN50550 SN4411 SQYMO04
SN505 SN441150 SQYBOO6
SN446 SN44P150 SQYMOO1
SN44650 SN44P250 SQYMO02
SN448 T SN44P350 SQYMO03

Classification (MDD, Annex IX, Rule 8 with indent 3): 1
/ Klasse (MDD, Anhang IX, Regel 8 mit Spiegelstrich)

We herewith declare under our sole responsibility that the above mentioned product meets
the provisions of the following EC Council Directives and standards. All supporting
documentations are retained under the premises of the manufacturer and the notified body.

/ Hiermit erkldren wir unter unserer alleinigen Verantwortung, dass das o.g. Produkt die
Forderungen der folgenden EG Richtlinien und Normen erfiillt. Alle entsprechenden
Dokumentationsnachweise werden vom Hersteller und der Benannten Stelle bereitgehalten.

Giiltig ab: 17.09.2019 Verteiler: FE; G; Q Seite 1/2
Freigabe: Pfeiffer, Stefan am 17.09.2019; Version: 3



SERAG-WIESSNER Gesamtunternehmen
Abteilung: Z

F09355A Declaration of conformity zum Dokument 09355 Declaration of conformity #QBD-
N00613

Directives and standards / Richtlinien und Normen

Annex Il of Council Directive 93/42/EEC of 14.06.1993 concerning medical devices,

/ Anhang Il der Richtlinie 93/42/EWG des Rates vom 14.06.1993 iiber Medizinprodukte,

Notified body / Benannte Stelle:
Elektrotechnicky zkuSebni Ustav, s. p.;
Pod Lisem 129,

171 02 Prague 8 - Troja, Czech Republic
ID-No.: 1014

Certificate No. / Zertifikat Nr.:

Design Examination / Produktauslegung: MED 200037
Quality Assurance / Qualitdtssicherung: MED 200029

This declaration is valid until /

Diese Erklarung ist giiltig bis: 26.05.2024

Place, Date / Ort, Datum: Naila, 21.05.2021

&
Signature / Unterschrift: D[A{'M/

Name: Stefan Pfeiffer

Position: President / Geschdftsfiihrer
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ELEKTROTECHNICKY ZKUSEBNI USTAV

ELECTROTECHNICAL TESTING INSTITUTE - CZECH REPUBLIC
ELEKTROTECHNISCHE PRUFANSTALT - TSCHECHISCHE REPUBLIK
INSTITUT ELECTROTECHNIQUE D'ESSAIS - REPUBLIQUE TCHEQUE
3JIEKTPOTEXHHYECKHI HCTIBITATENbHBIA MHCTHTYT - YELICKAS! PECITYBJIHKA

Pod lisem 129/2, 171 02 Praha 8 - Troja

EG-ZERTIFIKAT DES VOLLSTANDIGEN
QUALITATSSICHERUNGSSYSTEMS

ausgestellt gemdB Anhang 2 der Regierungsverordnung Nr. 54/2015 Sb.
(Anhang II der Richtlinie 93/42/EWG)

Nr.: MED 200029

Priifanstalt fiir Elektrotechnik, benannte Stelle Nr. 1014, entschied auf Grundlage des durchgefiihrten Audits, dass das beim Hersteller

Serag-Wiessner GmbH & Co. KG
Zum Kugelfang 8-12, 95119 Naila, Deutschland

in der(n) Betriebsstitte(n): Serag-Wiessner GmbH & Co. KG

Stegenwaldhauser Str. 6, 95152 Selbitz, Deutschland
an die Auslegung, die Fertigung und die Endkontrolle der Medizinprodukte

Nicht resorbierbares steriles chirurgisches Nahtmaterial,
Resorbierbares steriles chirurgisches Nahtmaterial,
Resorbierbares steriles chirurgisches Netz — Klasse 111, siche Anhang

angewandte Qualititssicherungssystem die in Anhang 2 der Regierungsverordnung Nr. 54/2015 Sb., mit der technische Anforderungen an
Medizinprodukte festgelegt werden (Anhang I1 der Richtlinie 93/42/EWG), vorgesehenen Anforderungen erfiillt. Das Zertifikat schlieft nicht
die Priifung der Produktauslegung nach Anhang 2 Punkt 8 der Regierungsverordnung Nr. 54/2015 Sb. (Anhang Il Punkt 4 der Richtlinie
93/42/EWG) ein.

Die CE-Kennzeichnung mit der Kennnummer der benannten Stelle (1014) darf an den auf dem Zertifikat genannten Medizinprodukten im
Sinne § 6 der Regierungsverordnung Nr. 54/2015 Sb. (Art. 17 der Richtlinie 93/42/EWG) angebracht werden.

Der Beschluss wurde auf Grundlage der im Auditbericht Nr. MED000073-01/01 vom: 25.05.2020 genannten Feststellungen erlassen.

Das beim Hersteller zugelassene Qualititssicherungssystem unterliegt der regelmiBigen Uberwachung durch die benannte Stelle gemif
Anhang 2 Punkt 11 der Regierungsverordnung Nr. 54/2015 Sb. (Anhang IT Punkt 5 der Richtlinie 93/42/EWG). Der Hersteller hat die
benannte Stelle iiber seine Absicht zu informieren, durch die das Qualititssicherungssystem oder der davon betroffene Umkreis der
Medizinprodukte wesentlich geindert werden. Bei Nichteinhaltung der Bedingungen, zu denen das Zertifikat ausgestellt wurde, darf die
benannte Stelle die Giiltigkeit des Zertifikats einstellen oder aufheben.

Fiir die Medizinprodukte der Klasse IIT darf dieses Zertifikat nur mit dem EG-Zertifikat der Priifung der Produktéuslegung gemil Anhang 2
Punkt 8 der Regierungsverordnung Nr. 54/2015 Sb. (Anhang II Punkt 4 der Richtlinie 93/42/EWG) verwendet werden.

Die Ausstellung 1

Die erste Ausstellung dieses Zertifikats vom 28.05.2020 mit Giiltigkeit bis zum 26.05.2024
Giiltigkeit des aktuellen Zertifikats ist beschriinkt bis zum: 26.05.2024

Im Zweifelsfall verwenden Sie die englische Version dieses Zertifikat als Referenz.

7224

Megr. Miroslav Sedlacek
Leiter des Zertifizierungsorgans

28.05.2020

Prag, den

I

MEDO000073-01



Zusitzliche Informationen zum Zertifikat Nr. MED 200029

Historie des Zertifikats

1(1)

Datum

Stand

Grund

28.05.2020

Ausgabe

Ersetzung des Zertifikats Nr. MED 150086




Die Anhang zum Zertifikat Nr.: MED 200029 1(1)

Resorbierbares und nicht resorbierbares Nahtmaterial, Resorbierbares Netz Klasse 111

Nicht resorbierbares steriles chirurgisches Nahtmaterial

SERAPREN
SERALENE

SERAMON / Keydent PTFE Suture, SERAMON CHORDAE LOOPS,
PTFE Pledgets

SERACOR, SULENE, TERYLENE

Resorbierbares steriles chirurgisches Nahtmaterial

SERASYNTH, SERASYNTH LOC, SERASYNTH SlimSling
SERAFAST

SERAFIT, SERAPID

SERAFIT PROTECT

Resorbierbares steriles chirurgisches Netz

SERASYNTH MESH

Ende der liste




ELEKTROTECHNICKY ZKUSEBNI USTAV

ELECTROTECHNICAL TESTING INSTITUTE - CZECH REPUBLIC
ELEKTROTECHNISCHE PRUFANSTALT - TSCHECHISCHE REPUBLIK
INSTITUT ELECTROTECHNIQUE D'ESSAIS - REPUBLIQUE TCHEQUE
3JIEKTPOTEXHHYECKHIT HCTTBITATEJIbHBIIT HHCTHUTYT - YELLICKAS PECITYBJIHKA

Pod lisem 129/2, 171 02 Praha 8 - Troja

EG-ZERTIFIKAT DER PRUFUNG
DER PRODUKTAUSLEGUNG

ausgestellt gemél Anhang 2 der Regierungsverordnung Nr. 54/2015
Sb. (Anhang II der Richtlinie 93/42/EWG)

Nr.: MED 200037

Priifanstalt fiir Elektrotechnik, benannte Stelle Nr. 1014, iiberpriifte die Auslegung des Medizinproduktes

Resorbierbares, steriles, synthetisches, chirurgisches Netz aus monofilem
Polydioxanon (PDO) - Klasse III, siche Anhang
SERASYNTH Mesh

gemdB Anhang 2 Punkt 8 der Regierungsverordnung Nr. 54/2015 Sb., mit der technische Anforderungen an
Medizinprodukte festgelegt werden (Anhang IT Punkt 4 der Richtlinie 93/42/EWG),

beim Hersteller Serag-Wiessner GmbH & Co. KG
Zum Kugelfang 8-12, 95119 Naila, Germany

in der(n) Betriebsstitte(n): Serag-Wiessner GmbH & Co. KG
Stegenwaldhauser Str. 6, 95152 Selbitz, Germany

und stellt fest, dass die Auslegung des Medizinproduktes die Bestimmungen der Regierungsverordnung Nr. 54/2015 Sb.
(Richtlinie 93/42/EWG) erfiillt.

Ausfiihrlichere Angaben zur Priifung der Produktauslegung des Medizinproduktes sind dem Bericht Nr. MED000073-
11/02 vom: 25.05.2020 zu entnehmen.

Der Hersteller hat die benannte Stelle tiber aile Anderungen der zugelassenen Produktauslegung des Medizinproduktes zu
informieren, die die Ubereinstimmung mit den grundlegenden Anforderungen gemé Anhang 1 der Regierungsverordnung
Nr. 54/2015 Sb. (Anhang I der Richtlinie 93/42/EWG) beeintrichtigen kénnten. Bei Nichteinhaltung der Bedingungen, zu
denen das Zertifikat ausgestellt wurde, darf die benannte Steile die Giiltigkeit des Zertifikats einstellen oder autheben.
Die Ausstellung 1

Die erste Ausstellung dieses Zertifikats vom 28.05.2020 mit Giiltigkeit bis zum 26.05.2024
Giiltigkeit des aktuellen Zertifikats ist beschréinkt bis zum: 26.05.2024

Im Zweifelsfall verwenden Sie die englische Version dieses Zertifikat als Referenz.

//// =~ =
30.04.2021 = //;//////»?
Prag, den Mgr. Miroslav Sedlacek

Leiter des Zertifizierungsorgans

ANER AT AR TOm R MED000073-11



Zusitzliche Informationen zum Zertifikat Nr. MED 200037 1(1)

Historie des Zertifikats

Datum Stand Grund
28.05.2020 Ausgabe
30.04.2021 Anderung Anderung des Anhangs des Zertifikats




Die Anhang zum Zertifikat Nr. MED 200037 1(1)

Resorbierbares, synthetisches Netz aus monofilem Klasse III

SERASYNTH MESH

SN501 SN44850 SQYBOO03

SN503 SN447 SQYBO02

SN50350 SN44750 SQYBOO0S

SN504 SN4410 SQYBOO01

SN50450 SN441050 SQYBO04

SN50550 SN4411 SQYMO04
SN505 SN441150 SQYBO06

SN446 SN44P150 SQYMOO1
SN44650 SN44P250 SQYMO02
SN448 SN44P350 SQYMOO03

Ende der liste
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ELEKTROTECHNICKY ZKUSEBNT{ USTAV

ELECTROTECHNICAL TESTING INSTITUTE - CZECH REPUBLIC
ELEKTROTECHNISCHE PRUFANSTALT - TSCHECHISCHE REPUBLIK
INSTITUT ELECTROTECHNIQUE D'ESSAIS - REPUBLIQUE TCHEQUE
3JIEKTPOTEXHUYECKHUH UCTILITATEJbHBI MHCTHTYT - YEIICKAS PECTIYBJTHKA

Pod lisem 129/2, 171 02 Praha 8 - Troja

EC CERTIFICATE
FULL QUALITY ASSURANCE SYSTEM

issued in accordance with Annex 2 of Government Order No. 54/2015 Coll.
(Annex II of Directive 93/42/EEC)

No.: MED 200029

The Electrotechnical Testing Institute, Notified Body No. 1014, on the basis of the carried out audit results has decided that the quality system
established at the
manufacturer Serag-Wiessner GmbH & Co. KG

Zum Kugelfang 8-12, 95119 Naila, Germany
in manufacturing sites Serag-Wiessner GmbH & Co. KG
Stegenwaldhauser Str. 6, 95152 Selbitz, Germany

for design, manufacturing and final inspection of medical device(s)

Nonabsorbable sterile surgical sutures,
Absorbable sterile surgical sutures,
Absorbable sterile surgical mesh — class III, see Enclosure

meets the provisions of Annex 2 of Government Order No. 54/2015 Coll., which specifies technical requirements for medical devices (Annex
IT of Directive 93/42/EEC). The certificate does not cover examination of the medical device design in accordance with Annex 2 clause 8 of
Government Order No. 54/2015 Coll. (Annex 11 clause 4 of Directive 93/42/EEC).

The notified body agrees with attaching its identification number 1014 to CE marking, which will be affixed to the above mentioned medical
device(s) in accordance with Article 6 of Government Order No. 54/2015 Coll. (clause 17 of Directive 93/42/EEC).

The decision was based on the results presented in the audit report No. MED000073-01/01 of: 25.05.2020.

The approved quality system established at the manufacturer is subject to regular surveillance audits by the notified body in accordance with
Annex 2 clause 11 of Government Order No. 54/2015 Coll. (Annex II clause 5 of Directive 93/42/EEC). The manufacturer must inform the
notified body which approved the quality system about any intention of substantial changes to the quality system or the product range covered.

In case that the conditions under which the certificate has been issued are violated, the notified body may suspend the validity of the
certificate or cancel the certificate.

For class IIl medical devices this certificate can be used only with EC Design-Examination Certificate issued in accordance with Annex 2
clause 8 of Government Order 54/2015 Coll. (Annex II clause 4 of Directive 93/42/EEC).

Edition 1

The first issue of this Certificate from 28.05.2020 with validity until 26.05.2024
The validity of this Certificate is limited until: 26.05.2024

Yy 72274

Prague Mgr. Miroslav Sedlagek
Head of Certification Body Stamp

28.05.2020

IR

MED000073-01



Supplementary information for certificate no. MED 200029 1(1)

Certificate history
Date Status Reason
28.05.2020 Issuance Replacement of certificate No. MED 150086




Enclosure to the Certificate No.: MED 200029 1 (1)

Absorbable and nonabsorbable sutures, absorbable mesh class 111

Nonabsorbable sterile surgical sutures
- SERAPREN

- SERALENE

- SERAMON/Keydent PTFE Suture, SERAMON CHORDAE LOOPS,
PTFE Pledgets

- SERACOR, SULENE, TERYLENE

Absorbable sterile surgical sutures
- SERASYNTH, SERASYNTH LOC, SERASYNTH SlimSling

- SERAFAST
- SERAFIT, SERAPID
- SERAFIT PROTECT

Absorbable sterile surgical mesh
- SERASYNTH MESH

End of list
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ELEKTROTECHNICKY ZKUSEBNI USTAV

ELECTROTECHNICAL TESTING INSTITUTE - CZECH REPUBLIC
ELEKTROTECHNISCHE PRUFANSTALT - TSCHECHISCHE REPUBLIK
INSTITUT ELECTROTECHNIQUE D'ESSAIS - REPUBLIQUE TCHEQUE
3JIEKTPOTEXHHYECKHI HCTIBITATEJIbHBIN HHCTHUTYT - YEILICKASI PECITYBJIHKA

Pod lisem 129/2, 171 02 Praha 8 - Troja

EC DESIGN-EXAMINATION
CERTIFICATE

issued in accordance with Annex 2 of Government Order No. 54/2015 Coll.
(Annex II of Directive 93/42/EEC)

No.: MED 200037

The Electrotechnical Testing Institute, Notified Body No. 1014, performed the design examination of medical device

Absorbable synthetic monofilament sterile surgical mesh made of polydioxanone (PDO) — class III,
see Enclosure
SERASYNTH Mesh

in accordance with Annex 2 clause 8 of Government Order No. 54/2015 Coll., which specifies technical requirements for medical devices
(Annex II clause 4 of Directive 93/42/EEC) at

manufacturer Serag-Wiessner GmbH & Co. KG

Zum Kugelfang 8-12, 95119 Naila, Germany

in manufacturing sites Serag-Wiessner GmbH & Co. KG
Stegenwaldhauser Str. 6, 95152 Selbitz, Germany

and states that the design of medical device meets the provisions of Government Order No. 54/2015 Coll. (Directive 93/42/EEC)
The details of the medical device design examination are presented in the audit report No. MED000073-11/02 of: 25.05.2020.

The manufacturer must inform the notified body about any intention of substantial changes to the approved design of medical device which
could affect the conformity with essential requirements in accordance with Annex 1 of Government Order No. 54/2015 Coll. (Annex I of
Directive 93/42/EEC). In that case the conditions under which the certificate has been issued are violated, the notified body may suspend the
validity of the certificate or cancel the certificate.

Edition 1

The first issue of this certificate from 28.05.2020 with validity until 26.05.2024
The validity of this Certificate is limited until: 26.05.2024
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Prague Mgr. Miroslav Sedlagek 171 02°
Head of Certification Body Stamp
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Supplementary information for certificate no. MED 200037 1(1)

Certificate history

Date Status Reason

28.05.2020 Issuance

30.04.2021 Change Change in the annex to the certificate




Enclosure to the Certificate No. MED 200037 1(1)

Absorbable synthetic monofilament mesh class I11

SERASYNTH MESH

SN501 SN44850 SQYBOO03

SN503 SN447 SQYBOO02

SN50350 SN44750 SQYBOO05

SN504 SN4410 SQYBOO01

SN50450 SN441050 SQYBO04
SN50550 SN4411 SQYMO04
SN505 SN441150 SQYBOO06

SN446 SN44P150 SQYMOO01
SN44650 SN44P250 SQYMOO02
SN448 SN44P350 SQYMOO03

End of list
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